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Sr

No
Instrument Name Make ID No Least Count Range Location Calibration Date

Calibration Due 

Date

Frequency

In Months

Days Left for 

Calibration
Calibration Status

1 Digital Micrometer Mitutoyo DMM-01 0.001 0-25mm QC Office 7/14/2021 7/14/2022 12 Months 16 Ok

2 Micrometer Mitutoyo MM-02 0.01 0-25mm QC Office 3/25/2022 3/25/2023 12 Months 270 Ok

3 Micrometer Mitutoyo MM-03 0.01 0-25mm QC Office 3/10/2022 3/10/2023 12 Months 255 Ok

4 Pitch Micrometer Mitutoyo PMM-04 0.01 0-25mm QC Office 2/20/2022 2/20/2023 12 Months 237 Ok

5 Blade Micrometer Mitutoyo BMM-05 0.01 0-25mm QC Office 2/17/2022 2/17/2023 12 Months 234 Ok

6 Micrometer Mitutoyo MM-06 0.01 0-25mm QC Office 3/25/2022 3/25/2023 12 Months 270 Ok

7 Digital Micrometer Baker DMM-07 0.001 25-50mm QC Office 2/27/2022 2/27/2023 12 Months 244 Ok

8 Digital Micrometer Mitutoyo DMM-08 0.001 0-25mm QC Office 2/20/2022 2/20/2023 12 Months 237 Ok
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